佳禾医疗
医用气垫  单气室圆圈形 使用说明书

1、 产品名称:医用气垫。

2、 产品性能结构及组成:本产品主要由PVC布,经热合严密后,再与充气嘴、布套、充气球、橡胶管、塑料接头组合而成。
3、 规格型号:按结构和形状的不同分为单气室长方形、单气室圆圈形、多气室形。
4、 技术参数:医用气垫布套应整洁、面料松紧一致辞，无明显皱褶、浮线，针距均匀，不允许有漏缝、跳针或脱线。气囊表面应平整、洁净，热合严密，热合线平直，气嘴热合牢固。
多气室医用气垫气室间分隔整齐、间距相等，每个气室相对独立，各气室热合一个气嘴。每个医用气垫能承受60Kg重压，4h不得有破裂或漏气现象。
5、 用途：根据患者的不同部位需要，把气垫充气后放在相应部位下面，转移该部位的压力，减轻患者的痛苦，并能满足医生的治疗要求。
6、 适用范围：适用于医院住院病人及卧病患者。
7、 使用方法：
1、充气采用充气球充气或其它方式充气。
2、将充气管与气嘴连接，顶开内侧的安全垫可充气、可放气。
8、 注意事项：
1、用充气泵充气时，要注意压力控制，不能超过最大压力。
2、清洗气垫直接用中性洗涤剂清洗表面、晒干。
3、防止尖锐特刺伤气襄。
9、 储存方法：使用后注意保持清洁，然后放在通风、干燥处，注意防潮。
佳禾医用氧气袋使用说明书

1、 产品名称：
医用氧气袋

2、 规格型号：72×45cm

3、 产品性能结构及组成
氧气袋组成由塑料尼龙绸或橡胶尼龙绸气袋、橡胶导管、止气阀等组成。耐压强度≥25Kpa。工作压力≥15.6Kpa。

4、 适用范围：适用于储存医用氧气，供病患者和急救用氧。

5、 使用方法：
1、首先将氧气袋充满气，使充气压力在25Kpa左右。
2、将橡胶导管与吸氧管有插头的一端连接，另一端插入鼻孔。
3、吸氧量大小可用塑料止气阀调节。
4、袋内压力过低时可在袋体外压些重物，可使袋内压强增大。
6、 注意事项：
1、充氧压力不得超过25Kpa，以防氧袋体破裂。
2、应避免与酸、碱、油类直接接触及过度用于挤压。
3、充入氧气后储存或停用期间，不要在强烈太阳光下照射。
4、不能使用尖锐物品接触氧气袋，以免划伤氧气袋。
7、 储存方法：
充完氧气需停用时，请关紧开关或将管路扎紧，放在阴凉处，应避免放在阳光下或温度过高处，不能所化学物品接触。放于干燥通风处，注意防潮。
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颈椎牵引器
1、 简介
颈椎牵引器是一种用于颈部的气动牵引器械，主要适用于神经根型颈椎病气动牵引，起到缓解临床症状的作用，使用方便、操作简单、性能良好、安全有效。
2、 规格型号：
三层
3、 适用范围
适用于神经型颈椎病。

4、 性能、结构及组成：
该产品主要由气囊、衬套、导管、塑料接头、气止、充气球、尼龙褡扣等组成，按材料不同分为橡胶型和乳胶型，按结构不同分为橡胶五层、七层，乳胶三层；牵引行程三层为2-15cm,五层为4-15cm,七层为6-20cm。
5、 使用方法：
1、将颈椎牵引器放在颈部位置，把粘扣粘牢；
2、顺时针拧紧充气球阀门；
3、手握充气球，反复充气，气室膨胀托力感觉舒适为宜，关闭止气阀；
4、放气时将气止阀门松开，逆时针缓缓拧动充气阀门；
5、牵引时间，根据病情需要，一般牵引一次为15~30分钟，每日一至二次。

6、 注意事项：
1、充气量以感觉舒适为止，避免充气过足，以免刺激或压迫颈动脉窦。
2、在牵引过程中，如出现头晕、眼花、恶心，应徐徐放气，停止牵动。
3、使用时严禁用力撕扯，以免粘接处漏气。
4、如有特殊情况，使用者应按医生指导使用。未成年 不宜进行使用。
5、避免与油类物质接触，注意防晒、远离热源。

7、 禁忌症：
心脏病、脑血管患者不宜使用；恶性肿瘤、出血性倾向或被牵引区有皮肤损伤等患者禁止使用。

8、 贮存方法：
运输中应注意防晒、防雨雪、不得与有毒、有害或腐蚀性物质混运；放于干燥通风的室内，周围无有害、有毒或腐蚀性物品，应远离热源。

1、 Brief introduction of tractors for cervical spine:
The tractors for cervical spine are pneumatic tractors.It can treat the problems of end-nerve cervical spine. It can subside the symptoms. It is easy in operation and safe and efficient in the treatment.

2、 Specification and model:
three layers

3、 Scope of application:
It is suitable to treat the problems of end-nerve cervical spine.
4、 Composition and function of the product:
This prduct is mainly made up of air bag, lining bushing, the conduit, plastic attachment, the valve of the tractor, the nylon adherent buttons and so on. According to different material, it can be divided into latex tractors and rubber tractors. According to the different structures, there are rubber tractors with five layers and seven layers and latex tractors with three layers.
Traction journer: three layers (from 2cm to 15cm); five layers (from 4cm to 15com); seven layers (from 6cm to 20cm);
5、 Operation method:
A、Put it around your neck and do up the nylon adherent buttons.
B、Screw the valve of the inflatable ball on clockwise.
C、Hold the inflatable ball and pump air again and again till you feel expansible force appropriate and then close the valve of the tractor.
D、When you want to let the air out, Screw the valve of the tractor open slowly in a counterclockwise direction.
D、According to the patients’need, you can set the lasting time of traction. In general, each traction lasts from 15 minutes and twice a day.
6、 Points for attention
A、You should keep the inflatable amount appropriate and you feel comfortable avoiding stimulating or oppressing carotid artery.
B、Please stop the traction if you feel dizzy or nausea, or have blurred vision. Be sure to let the air go out slowly.
C、Don’t tear it with strong force so as not to break it.
D、If something unusual happens, you’d better use it according to the doctors’ instructions.
E、Please keep it away from oil, sunshine and heat.

7、 Taboos:
It is not suitable for patients to use with heart disease and cerebrovascular disease. It is forbidden to use for sufferers having bleeding tendency, patients with malignant tumors and patients with skin disease or skin injury.
9、 Strorage method:
This product can’t be transported together with something poisonous or corrosive and you should keep it away from heat, sunshine, rain and snow. Please keep it in a dry and ventilating place

10、 结构图：
Structural drawings:

特点：
①布套面料采用高档防过敏直绒布料；

②充气球为高档乳胶铜阀球；

③导气管配有滚球式止气阀；

④充气后可在塑料接头处拔掉充气装置；

Features:
①Fabric covering adopts high-grade anti-allergy straight flannel material；

②Air charged ball is high-grade Latex copper valve ball；

③Airway is equipped with rolling ball-type air stopping valve；

④After air charging, it is possible to pull out the air charging device at the place of plastic joints.

特点：
①充气球为高档乳胶球；

②导气管配有滚球式止气阀；

③充气后可在塑料接头处拔掉充气装置；

①Air charged ball is high-grade Latex copper valve ball；

②Airway is equipped with rolling ball-type air stopping valve；

③After air charging, it is possible to pull out the air charging device at the place of plastic joints.
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医用固定带系列
腰围充气加压

简介：本产品采用高档RC复合面料，精心设计制造，并赠有充气加压装置。配带好腰围后，如感到束力不足，可通过充气球充所使腰围气囊鼓起，能达到帖附腰椎增加束缚力的作用。

1、 产品名称：
医用固定带系列：腰围固定带

2、 产品性能结构及组成：
该产品主要由钢板、人造革、针织布、松紧带、尼龙扣、海绵等材料组成，根据功能和使用部位的不同分为腰围固定带、肋骨带、胸围固定带、腹带、前臂吊带、锁骨带、腕关节固定带等。

3、 规格型号：
分大、中、小号；

4、 技术参数：
医用固定带缝合应光洁、平整、面料松紧一致，针距均匀、缝边顺直、国周圆弧均匀对称。铆钉、固定环、金属部件应光滑、洁净。

5、 适用范围：
适用于患者患处的束紧与固定。

6、 使用方法：
在专业人员指导下使用。
1、平卧时，将本腰带垫于腰部后，搭扣扣在腹部前，调整两边的松紧带至舒适的位置。
2、站立时，尽量挺直腰部，将本腰带垫于腰部后，搭扣扣在腹部前，调整两边的松紧带至舒适的位置。

7、 注意事项：
A）使用时必须坚固，本产品分成人大、中、小号，请使用者根据腰围尺寸择用（96-116cm、中号88-108 cm、小号80-100 cm）；
B）清洗：水温低于50℃，请勿揉搓；
C）使用时间不宜超过8小时；
D）长期卧床的病人，应定期擦洗腰部，以保持皮肤清洁；
E）请遵医嘱；
8、 储存方法：
使用时，注意保持清洁，然后放在干燥通风处，注意防潮。
9、 禁忌症：
1、皮肤不明肿块。
2、有出血倾向（血小板减少，白血病）。
3、患处皮肤肿破溃疡。
10、 结构图
疝气治疗带说明书

1、 产品名称：
疝气治疗带

2、 规格型号：
普通成人型、普通儿童型
3、 产品性能结构及组成：
疝气治疗带由弹力带、人造革、针织布、粘扣、卡扣、疝气垫包（填充物）组成；疝气垫包的填充特为粉状木料等。
4、 尺寸
	名称
	型号
（型）
	普通成人型、
充气加压成人型
	普通儿童型、
充气加压儿童型
	充气加压型气囊
厚度或成人型
	充气加压型气囊
厚度儿童型

	腰侧带
	长
	60±2
	40±2
	
	

	
	宽
	5±1
	4±1
	
	

	束带
	长
	40±2
	30±2
	
	

	
	宽
	2.5±0.5
	2.5±0.5
	
	

	疝气垫包
	长度
	8±0.5
	6±0.5
	0-5
	0-4

	
	宽度
	5±0.5
	4±0.5
	
	

	
	厚度
	3±0.5
	2±0.5
	
	


5、 适用范围：
疝气治疗带适用于腹股沟斜疝、直疝、股疝、脐疝、切口疝、手术复发疝的控制与治疗。

6、 使用方法：
普通成人型儿童型：
1、使用时患者平卧，将突出于疝环口的疝内容物轻轻推回腹内，把疝气垫包放入相应的口袋内。
2、疝气垫包对准疝环口部位系紧腰带，轻紧适度，然后把两条束带的一端从前大腿外侧，分别固定在腹前腰带两侧的日型调节扣上（束带通过大腿内侧时，不能压着阴囊和睾丸，让患者平卧在床上，用手轻轻把疝物回纳入腹腔后，把垫包放在患者有疝气腹股内沟（束带和腰带在腹前的交界处），固定在束带和腰带的交界处。
3、腰侧带、束带的松紧度以疝突特不再突出（下垂）为准。
4、疝气带一般应用三个月以上，如戴疝气带期间仍有脱出，要找出原因纠正后还需继续佩带
7、 注意事项：
A）患者需每日检查患处与松紧带的接触部位小儿患者更应注意。
B）经常检查疝气包与疝环口是否接触紧密，保障疝囊（疝容物）不突出疝环口，以充分发挥治疗效果。
C）治疗过程中，必须保证气带24小时佩戴。夜间休息时，应适当放松腰带，治疗期间，应保持疝容物不再突出疝环口。还应经常检查，保持疝环口的闭合状态，若发现疝容特突出疝环口，应及时推回，并调整束带、腰带的松紧度及给气囊充气，以不再突出为准。
D）经常检查疝气包压迫疝环口是否正确、紧密。
E）佩戴时取仰卧位，将漏出物稳底回纳，疝气垫包对准疝环口压住，腰带及臀侧带要求松紧适度，以起立活动不再漏出为准。（昼夜佩戴，臀侧带要用绷带缠上，以防磨损皮肤）。
F）戴疝气带期间疝物还仍经常脱出，应及时到医院咨询。
8、 禁忌症：
1、红斑、水泡等皮肤病、水疝（鞘膜积液）患者禁用；
2、疝气不能回纳时；

9、 储存方法：
放于干燥通风处，注意防潮。

防褥疮气床垫
1、 产品名称：
防褥疮气床垫

2、 规格型号：
波动喷气型（A10）
波动喷气型带便孔（A11）
3、 简介：
本产品充气后柔软舒适，1、3、5…气道、2、4、6…气道循环充气，床垫表面波动起伏，具有通风换气、转移身体受力点的优点，在大小便时解开两侧按扣，抽出小气垫，即可方便使用，然后再推回原位，恢复波动状态，长期使用能起到防治褥疮的作用。
4、 产品性能结构及组成：
该产品主要是PVC布，经热合严密后，再与塑料接头，通气管、进气嘴、布套、系绳孔、松紧带、充气泵、尼龙搭扣组成，按结构不同分为波动型、喷气型、普通型、波动喷气型四种，按其功能不同分为整体型和带便孔型两类。
5、 适用范围：
适用于长期卧床的患者。

6、 使用方法：
1、充气可采用打气筒、充气泵或增氧泵。
2、将将防褥疮床垫平放在床上，并在其上表面覆盖一被单，只限单人睡。
3、将充气管和充气接头连接好，通过床垫边上的安全环进气，确保导管不被折弯。
4、利用本公司提供的气泵，床垫充气可以在病人躺在床上24小时连续充气。

7、 注意事项：
1、超过135KG的病人不能使用这种床垫。
2、充气时要注意压力控制，不能超过最大压力，防止压力过大将气囊冲破。
3、注意保持床垫的清洁卫生，经常用中性洗涤剂清洗表面，注意防酸防碱。
4、注意床垫和被单表面不能有尖锐物，防止刺破床垫。

8、 储存方法：
使用时注意保持清洁，存放时放于干燥通风处，注意防潮。

1、 Name of product:
Air mattress for preventing bedsore

2、 Composition and function of the product:
Air-jet air mattress with fluctuation(A10)
Air-jet air Fluctuation air mattress with an excreta hole (A11)

3、 Introduction:
The air mattress full of air is soft and comfortable. Air cloth pipeline No.1, No.3, No.5,and No.2, No.4,and No.6,can fill air in cycles. The surface of the air mattress can fluctuate with air. The fluctuation can air the mattress and change the fulcrum of body. When relieving a patient, open the snap fasteners on both sides and pull out the separate small cushion.
4、 Composition and function of this product:
This product is mainly made up of PVC cloth, te plastic attachment, the air vent, air-admitting, the cloth slipcover, the holes for tying ropes, the rubber band, inflatable pump and the nylon adherent buttons. According to the different structures, four kinds of air mattress have been made, namely fluctuation model air mattress, air-jet model air mattress, ordinary model air mattress, and air-jet and fluctuation model air mattress.
According to different function functions, the complete air mattress and the air mattress with excreta hole have been developed and produced,too.

5、 Scope of application:
It is suitable for the patients who stay in bed for long.
6、 Operation method
A、You can fill the mattress with air with the air pump, inflatable pump and oxygen-increased pump.
B、Put the bedsore-preventing air mattress flat on a bed and cover a cloth sheet on it. The air mattress is for only one person to sleep on.
C、Connect the air vent and the attachment. Let air in therough the safety rings in the side of air mattress to prevent the conduit from being bent .
D、The air mattress can be filled with air for 24 hours continuously with the inflatable pump offered by the company even when the patient is lying in bed.

7、 Points for attention
A、The air mattress is not suitable for the patients who weigh over 135kg.
B、When filling it with air, you should keep the pressure under the maximum and prevent the air bag from being broken because of too much pressure.
C、Be sure to keep the air mattress clean and clean it with neutral washing fluid. You should keep it away from something acid and alkaline.
D、Please prevent the air mattress from being broken by something sharp.
8、 Storage method
When it is used, you should keep it clean. After it is used, you should put it in a dry ventilating place and keep it away form moisture.
褥疮发生的原因
    褥疮通常发生在因病或因伤残而长期卧床者。长期卧闲者因体弱无力或肢体残缺或意识丧失无法自主调节体位，长时间处于同一种卧位。在这种情况下，若护理工作稍有疏忽便极有可能形成褥疮。
发生褥疮主要有下列几个方面影响因素
    首先是身体局部位置长时间受压，影响受压部位的血液循环和对皮肤及肌肉组织造成一不定期程度的损伤。其次被褥中空气不流通，潮气和浊气浓度高，特别对于大小便失禁的患者更为严重，其环境极易滋生细菌。另外最近科学实验证明，由于卧床病人在卧床时，身体各个部位所受的压力不同，有的部位所受压力高，有的部位所受压力低，在这些部位之间的部位由于其处在不同压力区域之间，造成了在这些部位会受到一个剪切力，剪切力使皮肤破裂，更容易发生褥疮。
褥疮的防治方法

最常用的方法是为长期卧床病人定时翻身，一般在两小时左右翻身一次。翻身的目的是改变身体受压的部位，尽量减少身体同一位置的受压时间。但定时翻身对于护理人员的工作量是非常大的，并且由于疏忽而导致病人发生褥疮的概率也是非常大的。现在在医院、家庭长期卧床的病人使用“波动喷气型气床垫”预防、防治褥疮已经达成了共识。

售后服务区域电话：
广州办电话：020-86481630  手机：13416336098
上海办电话：021-63637674  手机：13916181711
贵州办电话：0851-7857578  手机：13511926175
郑州办电话：0317-63613308
长垣办电话：13839071290
南阳办电话：13838740696   手机：13703778204
哈尔滨办电话：0451-88672224
沈阳办电话：13998831804
吉林办电话：0431-6282559  手机：13844190569
湖南办电话：0731-4364066   手机：13975808568
天津办电话：022-27621171   手机：13370389166
苏北办电话：0517-6185029  手机：13333085029
武汉办电话：027-84620942  手机：13037133330

新疆办电话：0991-5850688  手机：13199910538
山西办电话：0351-6802960  手机：13831860495
唐山办电话：13932809277
河北办电话：13932809277
石家庄办电话：0311-85692633手机：13831845468
福州办电话：0591-87199256  手机：13055905256
山东办电话：13931835834
甘肃办电话：0931-2755300   手机：13088701055
陕西办电话：029-84610466   手机：13630235161
四川办电话：028-66511121   手机：13688316285
广西办电话：0711-2324039   手机：13978883269
安徽办电话：15056968867
江西办电话：13607094945
